Z Instantel

Date/Time Vert at 3:44:05 PM January 23, 2020
Trigger Source Geo: 0.030 in/s

Event Report

Serial Number
Battery Level

BA13720 V 10.72-8.17 BlastMate IlI
5.9 Volts (Battery Low)

Range Geo: 10.000 in/s Unit Calibration July 4, 2019 by Instantel

Record Time 4.0 sec at 4096 sps File Name 0O7201AQ6.DHO

Notes USBM RI8507 And OSMRE

Location:Dirt Dump  Top bench East side 10 | L | ‘ Lo

Client:Storedahls ~ Mtn Top I ! T ! ‘ e

User:Shelby Spahr I 1

General:floor 1 1

577 i

Extended Notes 1 1

Microphone Linear Weighting 1 1

PSPL 94.0 dB(L) at 0.675 sec

ZC Freq 9.2 Hz 2

Channel Test Passed (Freq =20.5 Hz Amp =631 mv) /

Tran Vert Long /

PPV 0.505 0.370 0.530 in/s 0 1+ -+

ZC Freq 20.1 16.3 59 Hz € I Ve T

Time (Rel. to Trig) 0.183 0.209 0442 sec - T 7 T

Peak Acceleration 0.212 0.212 0212 g S T . . T

Peak Displacement 0.007 0.004 0.009 in 2 05+ AT i e 2%

Sensor Check Passed Passed Passed > T T 4 a T
Frequency 7.6 7.9 7.6 Hz 1 L9 + 2 1
Overswing Ratio 3.7 3.3 3.9 + + s

1%]
Peak Vector Sum 0.551 in/s at 0.443 sec 0.2 e + + ® -+
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Time Scale:0.20 sec/div Amplitude Scale:Geo: 0.200 in/s/div Mic: 0.001 psi(L)/div
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Sensor Check



